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 Nosotros: 
 

We: 

Phibo Dental Solutions, S.L. 
C/Gato Pérez, 3-9, Polígono Industrial Mas d’En Cisa 

08181 - Sentmenat, Barcelona, España/Spain 
 

declaramos bajo nuestra responsabilidad, que el 
producto: 
 

declare on our responsibility that the product: 
 

ADITAMENTOS PROSTÉTICOS DENTALES 
 

DENTAL PROSTHETIC ABUTMENTS 
 

cuyas referencias están incluidas a continuación, el 
fabricante es exclusivamente responsable de esta 
Declaración de Conformidad  
 

with the references included below, the manufacturer 
is exclusively responsible for this Declaration of 
Conformity 
 

Clasificación:  
CLASE IIa 

 
según Regla 5 del Anexo IX de la Directiva 93/42/CEE  
 

Classification: 
CLASS IIa 

 
according to Rule 5  of Annex IX of Directive 

93/42/CEE 
 

Cumple las disposiciones aplicables de la Directiva 
93/42/CEE (DPS), Anexo II excepto el apartado 4, 
relativa a los productos sanitarios según certificado nº 
G1 18 02 76131 008 expedido por el Organismo 
Notificado:: 
 

Complies with the applicable provisions of Directive 
93/42/EEC on Medical Devices (MDD), Annex II 
excluding section 4, according to certificate nº G1 18 
02 76131 008, issued by the Notified Body: 
 

TÜV SÜD Product Service GmbH (NB 0123) 
Ridlerstr. 65 · 80339 München, Germany 

 
Está garantizado por el Sistema de Gestión de Calidad 
basado en los requisitos de las Normas 
Internacionales EN ISO 13485:2016 para productos 
sanitarios. 
 

It is guaranteed by the Quality Management System 
based on the requirements of International Standard  
EN ISO 13485:2016 for medical devices. 
 

Y es conforme con los requisitos esenciales según la 
Directiva 93/42/CEE 

 

And  it complies with essential requirements according 
to Directive 93/42/CEE 
 

 
Sentmenat (Barcelona),   
 
 

  
  

 Montse Gutiérrez 
 RAQA Manager / PRRC 

May 26th, 2021.
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La presente Declaración de Conformidad tiene validez 
para todos los lotes de los productos descritos a 
continuación liberados a partir del 3 de marzo de 2010 
 

This Declaration of Conformity is valid for all batches 
of the products described below released from March 
3rd, 2010 
 

y es válida hasta el 26 de Junio de 2023. and it is valid until  June 26th, 2023. 
 

 
 

REFERENCIA / 
REFERENCE  

DESCRIPCIÓN  DESCRIPTION 

019.3000 Tornillo Clínica ProUnic Plus TSA® S3 TSA® S3 ProUnic Plus Prosthetic Screw 

019.4000 Tornillo Clínica ProUnic Plus TSA® S4 TSA® S4 ProUnic Plus Prosthetic Screw 

019.5000 Tornillo Clínica ProUnic Plus TSA® S5 TSA® S5 ProUnic Plus Prosthetic Screw 

022.0005 Junta para Pilar de Bola (5 unid.) Ball Abutment joint (5 units) 

022.0010 Casquillo Metálico Pilar de Bola Ball Abutment Metallic Cap 

045.3000 Tornillo Clínica ProUnic Estético TSA®  S3 Clinical Screw ProUnic Estético TSA®  S3 

045.4000 Tornillo Clínica ProUnic Estético TSA®  S4 Clinical Screw ProUnic Estético TSA®  S4 

046.3000 
Tornillo Clínica ProUnic Estético Rotatorio 

TSA®  S3 
Clinical Screw ProUnic Estético Rotatorio 

TSA®  S3 

046.4000 
Tornillo Clínica ProUnic Estético Rotatorio 

TSA®  S4 
Clinical Screw ProUnic Estético Rotatorio 

TSA®  S4 

055.3000 Tornillo Clínica ProUnic Advance TSA® S3 TSA® S3 ProUnic Advance Prosthetic Screw 

055.3010 
Tornillo Clínica ProUnic Advance TSA® S3 

1.0mm 
TSA® S3 1.0mm ProUnic Advance Prosthetic 

Screw 

055.3020 
Tornillo Clínica ProUnic Advance TSA® S3 

2.0mm 
TSA® S3 2.0mm ProUnic Advance Prosthetic 

Screw 

055.3030 
Tornillo Clínica ProUnic Advance TSA® S3 

3.0mm 
TSA® S3 3.0mm ProUnic Advance Prosthetic 

Screw 

055.4000 Tornillo Clínica ProUnic Advance TSA® S4 TSA® S4 ProUnic Advance Prosthetic Screw 

055.4010 
Tornillo Clínica ProUnic Advance TSA® S4 

1.0mm 
TSA® S4 1.0mm ProUnic Advance Prosthetic 

Screw 

055.4020 
Tornillo Clínica ProUnic Advance TSA® S4 

2.0mm 
TSA® S4 2.0mm ProUnic Advance Prosthetic 

Screw 

055.4030 
Tornillo Clínica ProUnic Advance TSA® S4 

3.0mm 
TSA® S4 3.0mm ProUnic Advance Prosthetic 

Screw 

055.5000 Tornillo Clínica ProUnic Advance TSA® S5 TSA® S5 ProUnic Advance Prosthetic Screw 

055.5010 
Tornillo Clínica ProUnic Advance TSA® S5 

1.0mm 
TSA® S5 1.0mm ProUnic Advance Prosthetic 

Screw 

062.3000 Transfer ProUnic Plus TSA® S3  TSA® S3 ProUnic Plus Impression Coping  

062.4000 Transfer ProUnic Plus TSA® S4 TSA® S4 ProUnic Plus Impression Coping  

062.5000 Transfer ProUnic Plus TSA® S5 TSA® S5 ProUnic Plus Impression Coping  

ACT30 Tornillo para Nobel Active 3.0 Screw for Nobel Active 3.0 

ACTNP Tornillo para Active® NP Screw for Active® NP 

ACTNPNEW 
Tornillo para NobelActive® NP - conexión 

Nobel Biocare® 
Screw for NobelActive® NP - conexión Nobel 

Biocare® 
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REFERENCIA / 
REFERENCE  

DESCRIPCIÓN  DESCRIPTION 

ACTRP Tornillo para Active® RP Screw for Active® RP 

ACTRPNEW 
Tornillo para NobelActive® RP - conexión 

Nobel Biocare® 
Screw for NobelActive® RP - conexión Nobel 

Biocare® 

ALPBIO Tornillo para Alpha-Bio® Screw for Alpha-Bio® 

AT30 Tornillo para Astratech® 3,0mm  Screw for Astratech® 3,0mm  

AT30D Tornillo para Astratech® 3,0mm Screw for Astratech® 3,0mm 

AT30DNEW 
Tornillo para Osseospeed® Yellow - 

conexión Astra Tech Implant System® 
Screw for Osseospeed® Yellow - conexión 

Astra Tech Implant System® 

AT30NEW 
Tornillo para Osseospeed® Yellow - 

conexión Astra Tech Implant System® 
Screw for Osseospeed® Yellow - conexión 

Astra Tech Implant System® 

AT35 Tornillo para Astratech® 3.5/4.0mm  Screw for Astratech® 3.5/4.0mm  

AT35A  Tornillo para Astratech® 3.5mm Screw for Astratech® 3.5mm 

AT35NEW 
Tornillo para Osseospeed® Aqua - conexión 

Astra Tech Implant System® 
Screw for Osseospeed® Aqua - conexión Astra 

Tech Implant System® 

AT40A  Tornillo para Astratech® 4.5mm Screw for Astratech® 4.5mm 

AT40BL Tornillo Astratech® 4.0 mm Screw for Astratech® 4.0 mm 

AT40BLNEW Tornillo para Astra Tech Implant System®  Screw for Astra Tech Implant System®  

AT45 Tornillo para Astratech® 4,5/5,0mm  Screw for  Astratech® 4,5/5,0mm  

AT45NEW 
Tornillo para Osseospeed® Lilac - conexión 

Astra Tech Implant System® 
Screw for Osseospeed® Lilac - conexión Astra 

Tech Implant System® 

ATU Tornillo para Astra Tech® Uni Screw for Astra Tech® Uni 

ATUNEW Tornillo para Astra Tech Implant System® Screw for Astra Tech Implant System® 

AVHE35 Tornillo para Avinent® HE 3.5mm  Screw for Avinent® HE 3.5mm  

AVHE41 Tornillo para Avinent® HE 4.1 Screw for Avinent® HE 4.1 

AVHI41 Tornillo para Avinent® HI 4.1 Screw for Avinent® HI 4.1 

BIO36 Tornillo para Biotech® 3.6mm Screw for Biotech® 3.6mm 

BIO39 Tornillo para Biotech® 3.9mm Screw for Biotech® 3.9mm 

BIOC452 Tornillo para BioComp® Screw for BioComp® 

BIOH30 Tornillo Biohorizons® Laser-Lok 3.0 mm Screw for Biohorizons® Laser-Lok 3.0 mm 

BIOPS Tornillo para Biotech® Pilar Base Screw for Biotech® Pilar Base 

BL330 Tornillo para BTLock® Screw for BTLock® 

BL45 Tornillo para Bone Level® MB Screw for Bone Level® MB 

BMKNP Tornillo para Branemark® NP Screw for Branemark® NP 

BMKNPNEW 
Tornillo para Branemark System® NP - 

conexión Nobel Biocare® 
Screw for Branemark System® NP - 

connection Nobel Biocare® 

BMKRP Tornillo para Branemark® RP Screw for Branemark® RP 

BMKRPNEW 
Tornillo para Branemark System® RP - 

conexión Nobel Biocare® 
Screw for Branemark System® RP - 

connection Nobel Biocare® 

BMKWP Tornillo para Branemark® WP Screw for Branemark® WP 
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REFERENCIA / 
REFERENCE  

DESCRIPCIÓN  DESCRIPTION 

BMKWPNEW 
Tornillo para Branemark System® WP - 

conexión Nobel Biocare® 
Screw for Branemark System® WP - 

connection Nobel Biocare® 

BNHERP Tornillo para Bionnovation® HE RP Screw for Bionnovation® HE RP 

BNHESP Tornillo para Bionnovation® HE SP Screw for Bionnovation® HE SP 

BNHEWP Tornillo para Bionnovation® HE WP Screw for Bionnovation® HE WP 

BNHIRP Tornillo para Bionnovation® HI RP/WP Screw for Bionnovation® HI RP/WP 

BNHISP Tornillo para Bionnovation® HI SP Screw for Bionnovation® HI SP 

BSEM30 
Tornillo para Bego Semados® RS/RSX-Line 

(DI)  
Screw for Bego Semados® RS/RSX-Line (DI)  

BSEMDI 
Tornillo para Bego Semados® S/RI/RS/RSX-

Line (DI) 
Screw for Bego Semados® S/RI/RS/RSX-Line 

(DI) 

BSEMMN Tornillo para Bego Semados® MINI-Line (DI) Screw for Bego Semados® MINI-Line (DI) 

BTEX41 Tornillo para BTI® Externa Screw for BTI® External 

BTIN41 Tornillo para BTI® Interna Screw for BTI® Internal 

BTMIM Tornillo para BTI® Multi-Im / Unit Screw for BTI® Multi-Im / Unit 

BTTI Tornillo para BTI® TINY Screw for BTI® TINY 

CAMCF33 
Tornillo para CAMLOG COMFOUR 3,3-3,8-

4,3 
Screw for CAMLOG COMFOUR 3,3-3,8-4,3 

CAMCF50 Tornillo para CAMLOG COMFOUR 5,0-6,0 Screw for CAMLOG COMFOUR 5,0-6,0 

CAMCN33 Tornillo para CAMLOG CONELOG 3,3 Screw for CAMLOG CONELOG 3,3 

CAMCN50 Tornillo para CAMLOG CONELOG 5,0 Screw for CAMLOG CONELOG 5,0 

CML38 Tornillo para Camlog® 3.8/4.3mm Screw for Camlog® 3.8/4.3mm 

CML38NEW 
Tornillo para Camlog® 3,3/3.8/4.3mm - 

conexión Camlog® 
Screw for Camlog® 3,3/3.8/4.3mm - 

connection Camlog® 

CML50 Tornillo para Camlog® 5.0/6.0mm Screw for Camlog® 5.0/6.0mm 

CML50NEW 
Tornillo para Camlog® 5.0/6.0mm - 

conexión Camlog® 
Screw for Camlog® 5.0/6.0mm - connection 

Camlog® 

CONIC34 Tornillo para Certain® Conic 34 Screw for Certain® Conic 34 

CONIC34NEW 
Tornillo para Certain® Conic 34 - conexión 

Biomet 3i® 
Screw for Certain® Conic 34 - connection 

Biomet 3i® 

CONICNR Tornillo para Multiunit® NP-RP Screw for Multiunit® NP-RP 

CONICNRNEW 
Tornillo para Multiunit NP-RP - conexión 

Nobel Biocare® 
Screw for Multiunit NP-RP - connection Nobel 

Biocare® 

CONICWP Tornillo para Multiunit® WP Screw for Multiunit® WP 

CONICWPNEW 
Tornillo para Multiunit WP - conexión Nobel 

Biocare® 
Screw for Multiunit WP - connection Nobel 

Biocare® 

CRTA Tornillo para Certain® antirotatorio Screw for Certain® non-hexed 

CRTANEW Tornillo para Certain® - conexión Biomet 3i® Screw for Certain® - connection Biomet 3i® 
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REFERENCIA / 
REFERENCE  

DESCRIPCIÓN  DESCRIPTION 

CRTR Tornillo para Certain® rotatorio Screw for Certain® hexed 

CRTRNEW Tornillo para Certain® - conexión Biomet 3i® Screw for Certain® - connection Biomet 3i® 

DENS Tornillo para Dentaurum Tiologic® Screw for Dentaurum Tiologic® 

DFX30 
Tornillo para Dentsply- Friadent® XiVE 

3.0mm 
Screw for Dentsply- Friadent® XiVE 3.0mm 

DFXP Tornillo para Dentsply- Friadent® pilar MP Screw for Dentsply- Friadent® pilar MP 

DFXPNEW 
Tornillo para Dentsply-Friadent®  - conexión 

Dentsply-Friadent®  
Screw for Dentsply-Friadent®  - connection 

Dentsply-Friadent®  

DFXSTD Tornillo para Dentsply- Friadent® XiVE Screw for Dentsply- Friadent® XiVE 

DFXSTDNEW 
Tornillo para Dentsply Friadent® XiVE® - 

conexión Dentsply-Friadent®  
Screw for Dentsply Friadent® XiVE® - 

connection Dentsply-Friadent®  

DPROMU Tornillo para DENTALPRO Multi-Unit Screw for DENTALPRO Multi-Unit 

DPROSTD Tornillo para DENTALPRO Standard Screw for DENTALPRO Standard 

DYNOC Tornillo para Dyna® Octo Screw for Dyna® Octo 

ECKAS  Tornillo para Eckermann® All-Spiral/Triplo Screw for Eckermann® All-Spiral/Triplo 

ECKTR4 Tornillo para Eckermann® Triplo/Perio Screw for Eckermann® Triplo/Perio 

ETKN30 Tornillo para Euroteknika Naturall Ø3.0 Screw for Euroteknika Naturall Ø3.0 

ETKNAT Tornillo para EUROTEKNIKA® NATURALL Screw for EUROTEKNIKA® NATURALL 

ETKTET 
Tornillo para EUROTEKNIKA® PILAR TETRA 

(P) 
Screw for EUROTEKNIKA® PILAR TETRA (P) 

EVO NP 52.0 Tornillo Clínica Aurea Evo Narrow Platform Aurea Evo Narrow Platform Prosthetic Screw  

EVO NW 15.0 
Tornillo Clínica Pilar Aurea Evo 

Narrow/Regular/Wide Platform  
Narrow/Regular/Wide Platform Aurea Evo 

Abutment Prosthetic Screw 

EVO RP 52.0 Tornillo Clínica Aurea Evo Regular Platform Aurea Evo Regular Platform Prosthetic Screw  

EVO WP 52.0 Tornillo Clínica Aurea Evo Wide Platform Aurea Evo Wide Platform Prosthetic Screw  

H19.2000 Tornillo Clínica TSH®   S2 TSH®   S2 Prosthetic Screw 

H19.3450 Tornillo Clínica TSH®   S3 S4 S5 TSH®   S3 S4 S5 Prosthetic Screw 

H25.2345 
Tornillo Clinica Corto Conhex TSH®   S2 S3 

S4 S5 
TSH®   S2 S3 S4 S5 Conhex Short Clinical 

Screw  

H26.2345 Tornillo Clinica Conhex TSH®   S2 S3 S4 S5 TSH®   S2 S3 S4 S5 Conhex Clinical Screw 

IDL35 Tornillo para Implant Direct Legacy® Screw for Implant Direct Legacy® 

IDOD Tornillo para Implant Direct Overdenture® Screw for Implant Direct Overdenture® 

INT097TS Tornillo para Phibo® Aurea-NP Screw for Phibo® Aurea-NP 

INTABHSS35 
Interfase Biohorizons Single-Stage 3.5 

Antirotatoria 
Titanium Base Single-Stage 3.5 Non-Hexed 

INTABHSS35R 
Interfase Biohorizons Single-Stage 3.5 

Rotatoria 
Titanium Base Biohorizons Single-Stage 3.5 

Hexed 

INTABHSS45 
Interfase Biohorizons Single-Stage 4.5 

Antirotatoria 
Titanium Base Biohorizons Single-Stage 4.5 

Non-Hexed 



                         Declaración de Conformidad   Rev. 43 
Declaration of Conformity 

 

Página 6 de 15 
PL-04.2.01 Plantilla Declaración de Conformidad Rev. 2 

REFERENCIA / 
REFERENCE  

DESCRIPCIÓN  DESCRIPTION 

INTABHSS45R 
Interfase Biohorizons Single-Stage 4.5 

Rotatoria 
Titanium Base Biohorizons Single-Stage 4.5 

Non-Hexed 

INTABHSS57 
Interfase Biohorizons Single-Stage 5.7 

Antirotatoria 
Titanium Base Biohorizons Single-Stage 5.7 

Non-Hexed 

INTABHSS57R 
Interfase Biohorizons Single-Stage 5.7 

Rotatoria 
Titanium Base Biohorizons Single-Stage 5.7 

Hexed 

INTACONICNRR Interfase Axis® Nobel Multi-Unit Rotatoria Titanium Base Axis® Nobel Multi-Unit Hexed 

INTACTNP Interfase Nobel Active (DI) NP Titanium Base Nobel Active (DI) NP 

INTACTRP Interfase Nobel Active (DI) RP Titanium Base Nobel Active (DI) RP 

INTAEVOAN 
Interfase Axis® PHIBO AUREA EVO 

ANGULADO (P) Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO 

ANGULADO (P) Non-Hexed 

INTAEVOANR 
Interfase Axis® PHIBO AUREA EVO 

ANGULADO (P) Rotatoria  
Titanium Base Axis® PHIBO AUREA EVO 

ANGULADO (P) Non-Hexed 

INTAEVONP 
Interfase Axis® PHIBO AUREA EVO NP 

Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO NP 

Non-Hexed 

INTAEVONPR 
Interfase Axis® PHIBO AUREA EVO NP  

Rotatoria 
Titanium Base Axis® PHIBO AUREA EVO NP  

Hexed 

INTAEVOPNP 
Interfase Axis® PHIBO AUREA EVO NP (P) 

Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO NP 

(P) Non-Hexed 

INTAEVOPNPR 
Interfase Axis® PHIBO AUREA EVO NP (P) 

Rotatoria  
Titanium Base Axis® PHIBO AUREA EVO NP 

(P) Hexed 

INTAEVOPRP 
Interfase Axis® PHIBO AUREA EVO RP (P) 

Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO RP (P) 

Non-Hexed 

INTAEVOPRPR 
Interfase Axis® PHIBO AUREA EVO RP (P) 

Rotatoria  
Titanium Base Axis® PHIBO AUREA EVO RP (P) 

Hexed 

INTAEVOPWP 
Interfase Axis® PHIBO AUREA EVO WP (P) 

Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO WP 

(P) Non-Hexed 

INTAEVOPWPR 
Interfase Axis® PHIBO AUREA EVO WP (P) 

Rotatoria  
Titanium Base Axis® PHIBO AUREA EVO WP 

(P) Hexed 

INTAEVORW 
Interfase Axis® PHIBO AUREA EVO RP– WP 

Antirotatoria 
Titanium Base Axis® PHIBO AUREA EVO RP– 

WP Non-Hexed 

INTAEVORWR 
Interfase Axis® PHIBO AUREA EVO RP– WP 

Rotatoria 
Titanium Base Axis® PHIBO AUREA EVO RP– 

WP Hexed 

INTALPBIO42 Interfase Alpha Bio 4.2 (DI) Titanium Base Alpha Bio 4.2 (DI) 

INTALPBIO42R Interfase Alpha Bio 4.2 (DI) Rotatoria Titanium Base Alpha Bio 4.2 (DI) Hexed 

INTALPBIO50 Interfase Alpha Bio 5.0 (DI) Titanium Base Alpha Bio 5.0 (DI) 

INTALPBIO50R Interfase Alpha Bio 5.0 (DI) Rotatoria Titanium Base Alpha Bio 5.0 (DI) Hexed 

INTALPBIO60 Interfase Alpha Bio 6.0 (DI) Titanium Base Alpha Bio 6.0 (DI) 

INTALPBIO60R Interfase Alpha Bio 6.0 (DI) Rotatoria Titanium Base Alpha Bio 6.0 (DI) Hexed 

INTASTRABLUE Interfase Astratech Blue (DI) Titanium Base Astratech Blue (DI) 

INTATSAS3 
Interfase Axis® PHIBO TSA/ADV S3  

Antirotatoria 
Titanium Base Axis® PHIBO TSA/ADV S3  Non-

Hexed 
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DESCRIPCIÓN  DESCRIPTION 

INTATSAS3R 
Interfase Axis® PHIBO TSA/ADV S3  

Rotatoria 
Titanium Base Axis® PHIBO TSA/ADV S3  

Hexed 

INTATSAS4 
Interfase Axis® PHIBO TSA/ADV S4 

Antirotatoria 
Titanium Base Axis® PHIBO TSA/ADV S4 Non-

Hexed 

INTATSAS4R 
Interfase Axis® PHIBO TSA/ADV S4  

Rotatoria 
Titanium Base Axis® PHIBO TSA/ADV S4  

Hexed 

INTATSAS5 
Interfase Axis® PHIBO TSA/ADV S5 

Antirotatoria 
Titanium Base Axis® PHIBO TSA/ADV S5 Non-

Hexed 

INTATSAS5R 
Interfase Axis® PHIBO TSA/ADV S5  

Rotatoria 
Titanium Base Axis® PHIBO TSA/ADV S5  

Hexed 

INTATSH2 
Interfase Axis® PHIBO TSH/BNT S2 

Antirotatoria 
Titanium Base Axis® PHIBO TSH/BNT S2 Non-

Hexed 

INTATSH2R 
Interfase Axis® PHIBO TSH/BNT S2  

Rotatoria 
Titanium Base Axis® PHIBO TSH/BNT S2  

Hexed 

INTATSH34 
Interfase Axis® PHIBO TSH/BNT S3-4 

Antirotatoria 
Titanium Base Axis® PHIBO TSH/BNT S3-4 

Non Hexed 

INTATSH34R 
Interfase Axis® PHIBO TSH/BNT S3-S4  

Rotatoria 
Titanium Base Axis® PHIBO TSH/BNT S3-S4  

Hexed 

INTATSH5 
Interfase Axis® PHIBO TSH/BNT S5  

Antirotatoria 
Titanium Base Axis® PHIBO TSH/BNT S5  Non-

Hexed 

INTATSH5R 
Interfase Axis® PHIBO TSH/BNT S5  

Rotatoria 
Titanium Base Axis® PHIBO TSH/BNT S5  

Hexed 

INTAVIHI41 Interfase Avinent® HI 4.1  Titanium Base Avinent® HI 4.1  

INTAVIHI41R Interfase Avinent® HI 4.1 Rotatoria Titanium Base Avinent® HI 4.1 Hexed 

INTBIOC40 Interfase Biocomp (DI) 4.0 Titanium Base Biocomp (DI) 4.0 

INTBIOC40R Interfase Biocomp (DI) 4.0 Rotatoria Titanium Base Biocomp (DI) 4.0 Rotatoria 

INTBIOC52 Interfase Biocomp (DI) 5.2 Titanium Base Biocomp (DI) 5.2 

INTBIOC52R Interfase Biocomp (DI) 5.2 Rotatoria Titanium Base Biocomp (DI) 5.2 Hexed 

INTBIOH30 Interfase BioHorizons Tap. Intp.(DI) 3.0 Titanium Base BioHorizons Tap. Intp.(DI) 3.0 

INTBIOH30R 
Interfase BioHorizons Tapp. Int. (DI) 3.0 

Rotatoria 
Titanium Base BioHorizons Tapp. Int. (DI) 3.0 

Hexed 

INTBIOH35TAP 
Interfase Biohorizons Tapered Internal 3.5 

(DI) 
Titanium Base Biohorizons Tapered Internal 

3.5 (DI) 

INTBIOH35TAPR 
Interfase Biohorizons Tap. Internal 3.5 (DI) 

Rotatoria 
Titanium Base Biohorizons Tap. Internal 3.5 

(DI) Hexed 

INTBIOH45TAP 
Interfase Biohorizons Tapered Internal 4.5 

(DI) 
Titanium Base Biohorizons Tapered Internal 

4.5 (DI) 

INTBIOH45TAPR 
Interfase Biohorizons Tap. Internal 4.5 (DI) 

Rotatoria 
Titanium Base Biohorizons Tap. Internal 4.5 

(DI) Hexed 

INTBIOH57TAP 
Interfase Biohorizons Tapered Internal 5.7 

(DI) 
Titanium Base Biohorizons Tapered Internal 

5.7 (DI) 

INTBIOH57TAPR 
Interfase Biohorizons Tap. Internal 5.7 (DI) 

Rotatoria 
Titanium Base Biohorizons Tap. Internal 5.7 

(DI) Hexed 
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INTBLSRANC Interfase Straumann Bone Level SRA NC (P) 
Titanium Base Straumann Bone Level SRA NC 

(P) 

INTBLSRANCR 
Interfase Straumann Bone L. SRA NC (P) 

Rotatoria 
Titanium Base Straumann Bone L. SRA NC (P) 

Hexed 

INTBLSRARC Interfase Straumann Bone Level SRA RC (P) 
Titanium Base Straumann Bone Level SRA RC 

(P) 

INTBLSRARCR 
Interfase Straumann Bone L. SRA RC (P) 

Rotatoria 
Titanium Base Straumann Bone L. SRA RC (P) 

Hexed 

INTBLVNC Interfase Straumann Bone Level NC Titanium Base Straumann Bone Level NC 

INTBLVNCR 
Interfase Straumann Bone Level NC 

Rotatoria 
Titanium Base Straumann Bone Level NC 

Hexed 

INTBLVRC Interfase Straumann Bone Level RC Titanium Base Straumann Bone Level RC 

INTBLVRCR 
Interfase Straumann Bone Level RC 

Rotatoria 
Titanium Base Straumann Bone Level RC 

Hexed 

INTBMKNP Interfase Nobel Branemark (DI) NP Titanium Base Nobel Branemark (DI) NP 

INTBMKNPR Interfase Nobel Branemark (DI) NP rotatoria 
Titanium Base Nobel Branemark (DI) NP 

rotatoria 

INTBMKRP Interfase Nobel Branemark (DI) RP Titanium Base Nobel Branemark (DI) RP 

INTBMKRPR Interfase Nobel Branemark (DI) RP rotatoria 
Titanium Base Nobel Branemark (DI) RP 

Hexed 

INTBMKWP Interfase Nobel Branemark (DI) WP Titanium Base Nobel Branemark (DI) WP 

INTBMKWPR 
Interfase Nobel Branemark (DI) WP 

rotatoria 
Titanium Base Nobel Branemark (DI) WP 

rotatoria 

INTBNHERP Interfase Bionnovation HE RP (DI) Titanium Base Bionnovation HE RP (DI) 

INTBNHERPR Interfase Bionnovation HE RP (DI) Rotatoria Titanium Base Bionnovation HE RP (DI) Hexed 

INTBNHESP Interfase Bionnovation HE SP (DI) Titanium Base Bionnovation HE SP (DI) 

INTBNHESPR Interfase Bionnovation HE SP (DI) Rotatoria Titanium Base Bionnovation HE SP (DI) Hexed 

INTBNHEWP Interfase Bionnovation HE WP (DI) Titanium Base Bionnovation HE WP (DI) 

INTBNHEWPR Interfase Bionnovation HE WP (DI) Rotatoria 
Titanium Base Bionnovation HE WP (DI) 

Hexed 

INTBNHIRP Interfase Bionnovation HI RP (DI) Titanium Base Bionnovation HI RP (DI) 

INTBNHIRPR Interfase Bionnovation HI RP (DI) Rotatoria Titanium Base Bionnovation HI RP (DI) Hexed 

INTBNHISP Interfase Bionnovation HI SP (DI) Titanium Base Bionnovation HI SP (DI) 

INTBNHISPR Interfase Bionnovation HI SP (DI) Rotatoria Titanium Base Bionnovation HI SP (DI) Hexed 

INTBNHIWP Interfase Bionnovation HI WP (DI) Titanium Base Bionnovation HI WP (DI) 

INTBNHIWPR Interfase Bionnovation HI WP (DI) Rotatoria Titanium Base Bionnovation HI WP (DI) Hexed 

INTBTI41 Interfase BTI® interna 4.1 Titanium Base BTI® interna 4.1 

INTBTI41R Interfase BTI® interna 4.1 Rotatoria Titanium Base BTI® interna 4.1 Hexed 

INTBTI55 Interfase BTI® interna 5.5  Titanium Base BTI® interna 5.5  

INTBTI55R Interfase BTI® interna 5.5 Rotatoria Titanium Base BTI® interna 5.5 Hexed 

INTBTIPU Interfase BTI Pilar Unit (P) Titanium Base BTI Pilar Unit (P) 

INTCAM33 Interfase Camlog (DI) 3.3 Titanium Base Camlog (DI) 3.3 
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DESCRIPCIÓN  DESCRIPTION 

INTCAM33R Interfase Camlog (DI) 3.3 Rotatoria Titanium Base Camlog (DI) 3.3 Hexed 

INTCAM38 Interfase Camlog (DI) 3.8 Titanium Base Camlog (DI) 3.8 

INTCAM38R Interfase Camlog (DI) 3.8 Rotatoria Titanium Base Camlog (DI) 3.8 Hexed 

INTCAM43 Interfase Camlog (DI) 4.3 Interfase Camlog (DI) 4.3 

INTCAM43R Interfase Camlog (DI) 4.3 Rotatoria Titanium Base Camlog (DI) 4.3 Hexed 

INTCAM50 Interfase Camlog (DI) 5.0 Titanium Base Camlog (DI) 5.0 

INTCAM50R Interfase Camlog (DI) 5.0 Rotatoria Titanium Base Camlog (DI) 5.0 Hexed 

INTCAM60 Interfase Camlog (DI) 6.0 Titanium Base Camlog (DI) 6.0 

INTCAM60R Interfase Camlog (DI) 6.0 Rotatoria Titanium Base Camlog (DI) 6.0 Hexed 

INTCRTA34 Interfase Biomet 3i Certain 3.4 Titanium Base Biomet 3i Certain 3.4 

INTCRTA34R Interfase Biomet 3i Certain 3.4 Rotatoria Titanium Base Biomet 3i Certain 3.4 Hexed 

INTCRTA41 Interfase Biomet 3i Certain 4.1 Titanium Base Biomet 3i Certain 4.1 

INTCRTA41R Interfase Biomet 3i Certain 4.1 Rotatoria Titanium Base Biomet 3i Certain 4.1 Hexed 

INTCRTA50 Interfase Biomet 3i Certain 5.0 Titanium Base Biomet 3i Certain 5.0 

INTCRTA50R Interfase Biomet 3i Certain 5.0 Rotatoria Titanium Base Biomet 3i Certain 5.0 Hexed 

INTDEPRONR Interfase DentalPro Narrow Antirotatoria Titanium Base DentalPro Narrow Non-Hexed 

INTDEPRONRR Interfase DentalPro Narrow Rotatoria Titanium Base DentalPro Narrow Hexed 

INTDEPROSTD 
Interfase DentalPro standard 

Ø3.3/3.7/4.2/5.0 Antirotatoria 
Titanium Base DentalPro standard 

Ø3.3/3.7/4.2/5.0 Non-Hexed 

INTDEPROSTDR 
Interfase DentalPro standard 
Ø3.3/3.7/4.2/5.0 Rotatoria 

Titanium Base DentalPro standard 
Ø3.3/3.7/4.2/5.0 Hexed 

INTDYNOCTA Interfase Dyna Implants Octa (DI) Titanium Base Dyna Implants Octa (DI) 

INTDYNOCTAR Interfase Dyna Implants Octa (DI) Rotatoria Titanium Base Dyna Implants Octa (DI) Hexed 

INTECKTR 
Interfase Eckermann® Triplo/Perio 

Antirotatoria 
Titanium Base Eckermann® Triplo/Perio Non-

Hexed 

INTESSENTI42 Interfase Klockner® Essential 4.2 Titanium Base Klockner® Essential 4.2 

INTESSENTI42R Interfase Klockner® Essential 4.2 Rotatoria Titanium Base Klockner® Essential 4.2 Hexed 

INTESSENTI48 Interfase Klockner Essential 4.8 (DI) Titanium Base Klockner Essential 4.8 (DI) 

INTESSENTI48R 
Interfase Klockner Essential 4.8 (DI) 

Rotatoria 
Titanium Base Klockner Essential 4.8 (DI) 

Hexed 

INTETKN30 
Interfase Euroteknika Naturall Ø3.0 

Antirotatoria 
Titanium Base Euroteknika Naturall Ø3.0 

Non-Hexed 

INTETKN30R 
Interfase Euroteknika Naturall Ø3.0 

Rotatoria 
Titanium Base Euroteknika Naturall Ø3.0 

Hexed 

INTETKNAT Interfase EUROTEKNIKA NATURALL 5.0 (DI) 
Titanium Base EUROTEKNIKA NATURALL 5.0 

(DI) 

INTETKNATR 
Interfase EUROTEKNIKA NATURALL (DI) 

Rotatoria 
Titanium Base EUROTEKNIKA NATURALL (DI) 

Hexed 

INTETKTET Interfase EUROTEKNIKA PILAR TETRA (P) Titanium Base EUROTEKNIKA PILAR TETRA (P) 

INTETKTETR 
Interfase EUROTEKNIKA PILAR TETRA (P) 

Rotatoria 
Titanium Base EUROTEKNIKA PILAR TETRA (P) 

Hexed 
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INTKLESP25 Interfase Klockner Essential Pilar 25º Titanium Base Klockner Essential Pilar 25º 

INTKLMULCO30 Interfase Klockner Pilar Multi-Cone 30º Titanium Base Klockner Pilar Multi-Cone 30º 

INTKLOVGMV Interfase Klockner Vega MV (DI) Titanium Base Klockner Vega MV (DI) 

INTKLOVGMVR Interfase Klockner Vega MV (DI) Rotatoria Titanium Base Klockner Vega MV (DI) Hexed 

INTKLOVGNV Interfase Klockner Vega NV (DI) Titanium Base Klockner Vega NV (DI) 

INTKLOVGNVR Interfase Klockner Vega NV (DI) Rotatoria Titanium Base Klockner Vega NV (DI) Hexed 

INTKLOVGP Interfase Klockner Vega (P) Titanium Base Klockner Vega (P) 

INTKLOVGPR Interfase Klockner Vega (P) Rotatoria Titanium Base Klockner Vega (P) Hexed 

INTKLOVGRV Interfase Klockner Vega RV (DI) Titanium Base Klockner Vega RV (DI) 

INTKLOVGRVR Interfase Klockner Vega RV (DI) Rotatoria Titanium Base Klockner Vega RV (DI) Hexed 

INTMGGAN Interfase Megagen Anyridge (DI) Titanium Base Megagen Anyridge (DI) 

INTMGGANO Interfase Megagen Anyone 3.9 - 4.3 (DI) Titanium Base Megagen Anyone 3.9 - 4.3 (DI) 

INTMGGANR Interfase Megagen Anyridge (DI) Rotatoria Titanium Base Megagen Anyridge (DI) Hexed 

INTMISC1STD Interfase Mis C1 Standard (DI) Titanium Base Mis C1 Standard (DI) 

INTMISC1STDR Interfase Mis C1 Standard (DI) Rotatoria Titanium Base Mis C1 Standard (DI) Hexed 

INTMISC1WD Interfase Mis C1 Wide (DI) Titanium Base Mis C1 Wide (DI) 

INTMISC1WDR Interfase Mis C1 Wide (DI) Rotatoria Titanium Base Mis C1 Wide (DI) Hexed 

INTMISLSTD Interfase Mis Lance L.Plus Standard (DI) Titanium Base Mis Lance L.Plus Standard (DI) 

INTMISLSTDR 
Interfase Mis Lance L.Plus Standard (DI) 

Rotatoria 
Titanium Base Mis Lance L.Plus Standard (DI) 

Hexed 

INTMISLWD Interfase Mis L.Plus Wide (DI) Titanium Base Mis L.Plus Wide (DI) 

INTMISLWDR Interfase Mis L.Plus Wide (DI) Rotatoria Titanium Base Mis L.Plus Wide (DI) Hexed 

INTMISNRW Interfase Mis Seven (DI) Narrow Titanium Base Mis Seven (DI) Narrow 

INTMISNRWR Interfase Mis Seven (DI) Narrow Rotatoria Titanium Base Mis Seven (DI) Narrow Hexed 

INTMISSTD Interfase Mis Seven (DI) Strandard Titanium Base Mis Seven (DI) Strandard 

INTMISSTDR Interfase Mis Seven (DI) Standard Rotatoria Titanium Base Mis Seven (DI) Standard Hexed 

INTMISWD Interfase Mis Seven (DI) Wide Titanium Base Mis Seven (DI) Wide 

INTMISWDR Interfase Mis Seven (DI) Wide Rotatoria Titanium Base Mis Seven (DI) Wide Hexed 

INTNANO325 Interfase Biomet 3i Nanotite 3.25 Titanium Base Biomet 3i Nanotite 3.25 

INTNANO325R Interfase Biomet 3i Nanotite 3.25 Rotatoria Titanium Base Biomet 3i Nanotite 3.25 Hexed 

INTNDCMO Interfase Neodent Cono Morse (DI) Titanium Base Neodent Cono Morse (DI) 

INTNDHE33 Interfase Neodent HE 3.3 (DI) Titanium Base Neodent HE 3.3 (DI) 

INTNDHE33R Interfase Neodent HE 3.3 (DI) Rotatoria Titanium Base Neodent HE 3.3 (DI) Hexed 

INTNDHE41 Interfase Neodent HE 4.1 (DI) Titanium Base Neodent HE 4.1 (DI) 

INTNDHE41R Interfase Neodent HE 4.1 (DI) Rotatoria Titanium Base Neodent HE 4.1 (DI) Hexed 

INTNDHE50 Interfase Neodent HE 5.0 (DI) Interfase Neodent HE 5.0 (DI) 

INTNDHE50R Interfase Neodent HE 5.0 (DI) Rotatoria Titanium Base Neodent HE 5.0 (DI) Hexed 

INTNDPCM Interfase Neodent CM (P) Titanium Base Neodent CM (P) 

INTNDPCMR Interfase Neodent CM (P) Rotatoria Titanium Base Neodent CM (P) Hexed 

INTOCACO42 Interfase Klockner® Pilar Octacone 12º  Titanium Base Klockner® Pilar Octacone 12º  
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INTOCACO42R 
Interfase Klockner® Pilar Octacone 12º 

Rotatoria 
Titanium Base Klockner® Pilar Octacone 12º 

Hexed 

INTOSEO41 Interfase Biomet 3i Oseotite XP 4.1 Titanium Base Biomet 3i Oseotite XP 4.1 

INTOSEO41R 
Interfase Biomet 3i Oseotite XP 4.1 

Rotatoria 
Titanium Base Biomet 3i Oseotite XP 4.1 

Hexed 

INTOSEO50 Interfase Biomet 3i Oseotite XP 5.0 Titanium Base Biomet 3i Oseotite XP 5.0 

INTOSEO50R 
Interfase Biomet 3i Oseotite XP 5.0 

Rotatoria 
Titanium Base Biomet 3i Oseotite XP 5.0 

Hexed 

INTOSEOTXAQ 
Interfase Astratech Osseospeed TX (DI) 

Aqua 
Titanium Base  Astratech Osseospeed TX (DI) 

Aqua 

INTOSEOTXLI Interfase Astratech Osseospeed TX (DI) Lilac 
Titanium Base  Astratech Osseospeed TX (DI) 

Lilac 

INTOSEOTXYE 
Interfase Astratech Osseospeed TX (DI) 

Yellow 
Titanium Base  Astratech Osseospeed TX (DI) 

Yellow 

INTRPLNP Interfase Nobel Replace (DI) NP Titanium Base  Nobel Replace (DI) NP 

INTRPLNPR Interfase Nobel Replace (DI) NP rotatoria Titanium Base  Nobel Replace (DI) NP hexed 

INTRPLRP Interfase Nobel Replace (DI) RP Titanium Base  Nobel Replace (DI) RP 

INTRPLRPR Interfase Nobel Replace (DI) RP rotatoria Titanium Base  Nobel Replace (DI) RP hexed 

INTRPLWP Interfase Nobel Replace (DI) WP Titanium Base  Nobel Replace (DI) WP 

INTRPLWPR Interfase Nobel Replace (DI) WP rotatoria Titanium Base  Nobel Replace (DI) WP hexed 

INTSK242 Interfase Klockner® SK2 4.2 Titanium Base  Klockner® SK2 4.2 

INTSK242R Interfase Klockner® SK2 4.2 Rotatoria Titanium Base  Klockner® SK2 4.2 Hexed 

INTSTDRN Interfase Straumann Standard RN Titanium Base  Straumann Standard RN 

INTSTDRNR Interfase Straumann Standard RN Rotatoria Titanium Base Straumann Standard RN Hexed 

INTSTDWN Interfase Straumann Standard WN Titanium Base  Straumann Standard WN 

INTSTDWNR Interfase Straumann Standard WN Rotatoria 
Titanium Base  Straumann Standard WN 

Hexed 

INTXIVE34 Interfase Denstsply-Friadent XiVE (DI) 3.40 
Titanium Base Denstsply-Friadent XiVE (DI) 

3.40 

INTXIVE34R 
Interfase Denstsply-Friadent XiVE (DI) 3.40 

Rotatoria 
Titanium Base Denstsply-Friadent XiVE (DI) 

3.40 Hexed 

INTXIVE38 Interfase Denstsply-Friadent XiVE (DI) 3.80 
Titanium Base Denstsply-Friadent XiVE (DI) 

3.80 

INTXIVE38R 
Interfase Denstsply-Friadent XiVE (DI) 3.80 

Rotatoria 
Titanium Base Denstsply-Friadent XiVE (DI) 

3.80 Hexed 

INTXIVE45 Interfase Denstsply-Friadent XiVE (DI) 4.50 
Titanium Base Denstsply-Friadent XiVE (DI) 

4.50 

INTXIVE45R 
Interfase Denstsply-Friadent XiVE (DI) 4.50 

Rotatoria 
Titanium Base Denstsply-Friadent XiVE (DI) 

4.50 Hexed 

INTXIVE55 Interfase Denstsply-Friadent XiVE (DI) 5.50 
Titanium Base Denstsply-Friadent XiVE (DI) 

5.50 

INTZDPCR 
Interfase  ZIMMER DENTAL PILAR CONICO 

(P) Rotatoria  
Titanium Base  ZIMMER DENTAL PILAR 

CONICO (P) Hexed 

INTZDSV35 Interfase Zimmer Screw Vent 3.5 Titanium Base Zimmer Screw Vent 3.5 
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INTZDSV35R Interfase Zimmer Screw Vent 3.5 Rotatoria Titanium Base Zimmer Screw Vent 3.5 Hexed 

INTZDSV45 Interfase Zimmer Screw Vent 4.5 Titanium Base Zimmer Screw Vent 4.5 

INTZDSV45R Interfase Zimmer Screw Vent 4.5 Rotatoria Titanium Base Zimmer Screw Vent 4.5 Hexed 

INTZDSV56 Interfase Zimmer Screw Vent 5.6 Titanium Base Zimmer Screw Vent 5.6 

INTZDSV56R Interfase Zimmer Screw Vent 5.6 Rotatoria Interfase Zimmer Screw Vent 5.6 Rotatoria 

INTZIAOINRP Interfase Ziacom OIN RP (DI) Titanium Base Ziacom OIN RP (DI) 

INTZIAOINRPR Interfase Ziacom OIN RP (DI) Rotatoria Titanium Base Ziacom OIN RP (DI) Hexed 

INTZIAOINWP Interfase Ziacom OIN WP (DI) Titanium Base Ziacom OIN WP (DI) 

INTZIAOINWPR Interfase Ziacom OIN WP (DI) Rotatoria Titanium Base Ziacom OIN WP (DI) Hexed 

KLES42 Tornillo para Klocner® ES Screw for Klocner® ES 

KLMC30 Tornillo para Klockner Pilar Multi-Cone 30º Screw for Klockner Pilar Multi-Cone 30º 

KLSK42 Tornillo para Klocner® SK2 Screw for Klocner® SK2 

KLVGMV Tornillo para Klockner® Vega® MV Screw for Klockner® Vega® MV 

KLVGP 
Tornillo para Klockner® Vega® Pilar 

Permanent 
Screw for Klockner® Vega® Pilar Permanent 

KLVGRV Tornillo para Klockner® Vega® RV Screw for Klockner® Vega® RV 

MCSTD Tornillo para MIS® C1 Screw for MIS® C1 

MDTR38 
Tornillo para Microdent® Sist. Trylogic 

3.8mm  
Screw for Microdent® Sist. Trylogic 3.8mm  

MDTR43 
Tornillo para Microdent® Sist. Trylogic 

4.3mm  
Screw for Microdent® Sist. Trylogic 4.3mm  

MDTR51 
Tornillo para Microdent® Sist. Trylogic 

5.1mm  
Screw for Microdent® Sist. Trylogic 5.1mm  

MDTR56 
Tornillo para Microdent® Sist. Trylogic 

5.6mm  
Screw for Microdent® Sist. Trylogic 5.6mm  

MGGAN Tornillo para Megagen® Anyridge Screw for Megagen® Anyridge 

MGGAO Tornillo para Megagen® Anyone Screw for Megagen® Anyone 

MGIN41 Tornillo para Mozo Grau® Inhex 4.1mm  Screw for Mozo Grau® Inhex 4.1mm  

MGOS41 Tornillo para Mozo Grau Osseous® Screw for Mozo Grau Osseous® 

MLK35 Tornillo para Biolok® Microlok  Screw for Biolok® Microlok  

MLSW Tornillo para MIS® Lance Screw for MIS® Lance 

MSNR Tornillo para MIS® Seven Narrow Screw for MIS® Seven Narrow 

MSSW Tornillo para MIS® Seven Standard&Wide Screw for MIS® Seven Standard&Wide 

MSY40 Tornillo para Microdent® Screw for Microdent® 

NANO325 Tornillo para Nanotite® 325 Screw for Nanotite® 325 

NANO325NEW 
Tornillo para Nano Tite® 325 - conexión 

Biomet 3i® 
Screw for Nano Tite® 325 - conexión Biomet 

3i® 

NDCM Tornillo para Neodent® Cono Morse Screw for Neodent® Cono Morse 

NDGM Tornillo para Neodent® GM Screw for Neodent® GM 

NDHE33 Tornillo para Neodent® HE 3.3 Screw for Neodent® HE 3.3 

NDHE41 Tornillo para Neodent® HE 4.1 Screw for Neodent® HE 4.1 

NDHE50 Tornillo para Neodent® HE 5.0 Screw for Neodent® HE 5.0 
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NDPC Tornillo para Neodent® PC Screw for Neodent® PC 

NDPCM  Tornillo para Neodent® CM (P) Screw for Neodent® CM (P) 

NDPTE Tornillo para Neodent® Transepitelial Screw for Neodent® Transepitelial 

OSTP Tornillo para Osteoplus® Screw for Osteoplus® 

POCTORN Tornillo para Synocta® RN-WN Screw for Synocta® RN-WN 

PTD030TS Tornillo para Straumann® Standard-RN/WN Screw for Straumann® Standard-RN/WN 

PTD097TS Tornillo para Phibo® Aurea-NP Screw for Phibo® Aurea-NP 

PTD098TS Tornillo para Phibo® Aurea-RP/WP Screw for Phibo® Aurea-RP/WP 

PTD100TS Tornillo para Phibo® TSA/-S3 Screw for Phibo® TSA/-S3 

PTD101TS Tornillo para Phibo® TSA/-S4/S5 Screw for Phibo® TSA/-S4/S5 

PTD105TS Tornillo para Bone Level® NC/RC Screw for Bone Level® NC/RC 

PUNIHI41 Tornillo para Avinent® HI 4.1 Uniblock Screw for Avinent® HI 4.1 Uniblock 

RPLNP Tornillo para Replace® NP Screw for Replace® NP 

RPLNPNEW 
Tornillo para NobelReplace® NP - conexión 

Nobel Biocare® 
Screw for NobelReplace® NP - connection 

Nobel Biocare® 

RPLRP Tornillo para Replace® RP-WP Screw for Replace® RP-WP 

RPLRPNEW 
Tornillo para NobelReplace® RP-WP - 

conexión Nobel Biocare® 
Screw for NobelReplace® RP-WP - connection 

Nobel Biocare® 

SMAB330 
Tornillo para SM Premium/Kohno® Abut. 

330/380 
Screw for SM Premium/Kohno® Abut. 

330/380 

SMAB330NEW 
Tornillo para SM Premium Kohno® 
Abut.330/380 - conexión Sweden & 

Martina® 

Screw forSM Premium Kohno® Abut.330/380 
- connection Sweden & Martina® 

SMAB425 
Tornillo para SM Premium/Kohno® Abut. 

425/500 
Screw for SM Premium/Kohno® Abut. 

425/500 

SMAB425NEW 
Tornillo para SM Premium Kohno® 
Abut.425/500 - conexión Sweden & 

Martina® 

Screw for SM Premium Kohno® Abut.425/500 
- connection Sweden & Martina® 

SMPAD Tornillo para SM PAD® 425/500 Screw for SM PAD® 425/500 

SMPADNEW 
Tornillo para Sweden & Martina® PAD 

425/500 - conexión Sweden & Martina® 
Screw for Sweden & Martina® PAD 425/500 - 

connection Sweden & Martina® 

SMPK330 Tornillo para SM Premium/Kohno® 330/380 Screw for SM Premium/Kohno® 330/380 

SMPK330NEW 
Tornillo para SM Premium Kohno® 330/380 

- conexión Sweden & Martina® 
Screw for SM Premium Kohno® 330/380 - 

connection Sweden & Martina® 

SMPK425 Tornillo para SM Premium/Kohno® 425/500 Screw for SM Premium/Kohno® 425/500 

SMPK425NEW 
Tornillo para SM Premium Kohno® 425/500 

- conexión Sweden & Martina® 
Screw for SM Premium Kohno® 425/500 - 

connection Sweden & Martina® 

STBLNC Tornillo para Bone Level® NC/RC Screw for Bone Level® NC/RC 

STDRN Tornillo para Straumann® Std RN-WN Screw for Straumann® Std RN-WN 

STDRN15 Tornillo para Straumann® Std RN-WN 15º Screw for Straumann® Std RN-WN 15º 

TBRC Tornillo para TBR® Connect Screw for TBR® Connect 

TORAXISM16 
Tornillo para Phibo Axis® conexión interna 

M1,6 
Screw for Phibo Axis® internal connection 

M1,6 
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TORAXISM16C 
Tornillo para Phibo Axis® conexión interna 

M1,6C 
Screw for Phibo Axis® internal connection 

M1,6C 

TORAXISM18 
Tornillo para Phibo Axis® conexión interna 

M1,8 
Screw for Phibo Axis® internal connection 

M1,8 

TORAXISM18C Tornillo Definitivo Axis® M1.8 Corto  Definitive screw for Axis® M1.8 Corto  

TOREXPIM16 
Tornillo para Phibo Axis® conexión externa 

M1,6 
Screw for Phibo Axis® external connection 

M1,6 

TOREXPIM18 
Tornillo para Phibo Axis® conexión externa 

M1,8 
Screw for Phibo Axis® external connection 

M1,8 

TOREXPIM18C 
Tornillo para Phibo Axis® conexión externa 

M1,8C 
Screw for Phibo Axis®external connection 

M1,8C 

TOREXPIM20 
Tornillo para Phibo Axis® conexión externa 

M2,0 
Screw for Phibo Axis® external connection 

M2,0 

TOREXPIM20C 
Tornillo para Phibo Axis® conexión externa 

M2,0C 
Screw for Phibo Axis® external connection 

M2,0C 

TOREXPIM20L 
Tornillo Definitivo Axis® Conexión Ext. M2.0 

Largo  
Definitive screw Axis® Ext. connection M2.0 

Large 

TOREXPIM20XL 
Tornillo Definitivo Axis® Conexión Ext.M2.0 

Extra-Largo  
Definitive screw Axis® Ext. Connection M2.0 

Extra-Large 

TOREXPIM25 
Tornillo para Phibo Axis® conexión externa 

M2,5 
Screw for Phibo Axis® external connection 

M2,5 

TOREXPIM25C 
Tornillo para Phibo Axis® conexión externa 

M2,5 C 
Screw for Phibo Axis® external connection 

M2,5 C 

TORINPIM16 
Tornillo para Phibo Axis® conexión interna 

M1,6 
Screw for Phibo Axis® internal connection 

M1,6 

TORINPIM18 
Tornillo para Phibo Axis® conexión interna 

M1,8 
Screw for Phibo Axis® internal connection 

M1,8 

TORINPIM18C 
Tornillo para Phibo Axis® conexión interna 

M1,8C 
Screw for Phibo Axis®internal connection 

M1,8C 

TORINPIM22  
Tornillo para Phibo Axis® conexión interna 

M2,2 
Screw for Phibo Axis® internal connection 

M2,2 

TORPPIM14 
Tornillo para Phibo Axis® conexión sobre 

pilar M1,4 
Screw for Phibo Axis® connection on pillar 

M1,4 

TORPPIM16 
Tornillo para Phibo Axis® conexión sobre 

pilar M1,6 
Screw for Phibo Axis® connection on pillar 

M1,6 

TORPPIM18 
Tornillo para Phibo Axis® conexión sobre 

pilar M1,8 
Screw for Phibo Axis® connection on pillar 

M1,8 

TORPPIM20 
Tornillo para Phibo Axis® conexión sobre 

pilar M2,0 
Screw for Phibo Axis® conexión sobre pilar 

M2,0 

TORPPIM20C 
Tornillo para Phibo Axis® conexión sobre 

pilar M2,0C 
Screw for Phibo Axis® connection on pillar 

M2,0C 

TORPPIM20XC 
Tornillo para Phibo Axis® conexión sobre 

pilar M2.0XC 
Screw for  Phibo Axis® connection on pillar 

M2.0XC 

TORPPIM22 
Tornillo para Phibo Axis® conexión sobre 

pilar M2,2 
Screw for Phibo Axis® connection on pillar 

M2,2 
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TORPPIM22L 
Tornillo para Phibo Axis® conexión sobre 

pilar M2,2L 
Screw for Phibo Axis® connection on pillar 

M2,2L 

TORPPIM24 
Tornillo para Phibo Axis® conexión sobre 

pilar M2,4 
Screw for Phibo Axis® connection on pillar 

M2,4 

TSH2INT Tornillo para Phibo® TSH/ S2 Screw for Phibo® TSH/ S2 

TSH34INT Tornillo para Phibo® TSH/ S3/S4/S5 Screw for Phibo® TSH/ S3/S4/S5 

XPCONIC5 Tornillo para 3i® XP CONIC 5 Screw for 3i® XP CONIC 5 

XPCONIC5NEW 
Tornillo para Biomet 3i® XP CONIC 5 - 

conexión Biomet 3i® 
Screw for Biomet 3i® XP CONIC 5 - connection 

Biomet 3i® 

ZDEZNP Tornillo para Zimmer Dental Eztetic Ø3.1 Screw for Zimmer Dental Eztetic Ø3.1 

ZDPC 
Tornillo para ZIMMER® DENTAL PILAR 

CONICO (P)  
Screw for ZIMMER® DENTAL PILAR CONICO 

(P)  

ZDSV35 Tornillo para Zimmer Dental Screw-vent® Screw for Zimmer Dental Screw-vent® 

ZDSV35NEW 
Tornillo para Zimmer Dental Screw-Vent® - 

conexión Zimmer Dental Screw-Vent®  
Screw for Zimmer Dental Screw-Vent® - 
conexión Zimmer Dental Screw-Vent®  

ZIANP Tornillo para Ziacom® Oex® NP Screw for Ziacom® Oex® NP 

ZIARW Tornillo para Ziacom® Oex® RP/WP Screw for Ziacom® Oex® RP/WP 

ZSWP38 Tornillo para Zimmer SwissPlus Ø3.8 Screw for Zimmer SwissPlus Ø3.8 

ZSWP48 Tornillo para Zimmer SwissPlus Ø4.8 Screw for Zimmer SwissPlus Ø4.8 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 


